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 Abstract² Independent mobility is an important aspect of an 
LQGLYLGXDO¶VOLIHDQGPXVWVRPHWLPHVEHDXJPHQWHGE\use of an 
assistive device such as a wheeled walker or cane following  a fall, 
injury, or functional decline. Physical therapists perform 
functional gait assessments to gauge the probability of an 
individual experiencing a fall and often recommend use of a 
walker, cane, or walking stick to decrease fall risk. Our team has 
developed a clinical assessment tool centered on a standard 
walking cane embedded system that can enhDQFHDWKHUDSLVW¶V
observation-based gait assessment with use of additional 
objective and quantitative data. This system can be utilized to 
detect timing and speed of cane placement, angular acceleration 
of the cane, and amounts of weight borne on the cane . This 
system is designed to assist physical therapists at the basic level 
in collection of objective data during gait analysis, to facilitate 
appropriate assistive gait device prescription, to provide patients 
and therapists feedback during gait training, and to reduce wrist 
and shoulder injuries with cane usage. However, more 
importantly, using the plethora of objective data that can be 
obtained from this cane, automated gait analysis and gait 
pattern classification can be performed to understand a patient¶s 
walking performance. 
I. INTRODUCTION
The likelihood of experiencing a serious fall is about one in 
three for American adults aged 65 and older [1].  Independent 
PRELOLW\LVDQLPSRUWDQWDVSHFWRIDQLQGLYLGXDO¶VOLIHDQGPXVW
sometimes be augmented by an assistive device such as a 
wheeled walker or cane due to a fall, injury, or functional 
decline. Walking aid use in the United States has increased 
VXEVWDQWLDOO\ VLQFH WKH ¶V DQG canes are the most 
commonly used type of mobility aid when compared to 
crutches, walkers, wheelchairs and scooters. In 2000, 6.1 
million Americans relied on walking aids  in order to achieve 
independent mobility and over 10% of the 65 and over 
population used canes in particular [2]. 
     Physical therapists aUHWUDLQHGWRDVVHVVDSHUVRQ¶VJDLWWR
measure fall risk, and to make recommendations about 
walking aid usage. There exist a range of clinical diagnostic 
WHVWVDLPHG DWTXDQWLWDWLYHO\JDXJLQJDQ LQGLYLGXDO¶V ULVN RI
experiencing a fall while walking [3-6] such as the Dynamic 
Gait Index (DGI) [7], the Functional Gait Assessment (FGA) 
[4], and the Balance Evaluation Systems Test (BESTest) [3]. 
7KH'*, VFRUHVDSHUVRQ¶VIDOO ULVNRQD-point scale where 
a score of  19 indicates a high likelihood for falls. The DGI 
includes eight tasks such as walking with usual gait speed, 
stepping over and around obstacles, walking with horizontal 
and vertical head movements, and ascending and descending 
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stairs. Each task is scored from zero to three based on 
performance with a score of three indicating normal 
performance. The FGA [4] is an enhanced version of the DGI 
that was developed to address some weaknesses associated 
with DGI. The BESTest aims to identify specific domains of 
balance deficits so that therapists can target more focused 
types of therapeutic interventions. The BESTest has 36 
evaluation items from six sub-systems associated with balance 
control.  
     Physical therapists rely in part on observational evaluation 
scoring systems from the previously described evidence-based 
functional balance assessments to make judgments about an 
LQGLYLGXDO¶VULVN RIH[SHULHQFLQJ IDOOV :KHQWKHUDSLVWVKDYH
had sufficient training, there is a high degree of intra-rater and 
inter-rater reliability [4]. When practicing outside of a gait 
analysis laboratory, however, physical therapists do not have 
a standard tool to objectively capture timing or angle of cane 
placement or the amount of weight bearing placed on the cane. 
This demonstrates a need for development of an objective 
clinical assessment tool to facilitate recognition of problematic 
usage of assistive gait devices. Additionally, typical gait 
evaluations are limited to thirty to sixty minutes within the 
clinical setting. Any potential information regarding use of the 
walking device by the individual when outside the clinic is not 
captured. With our proposed embedded cane system, data 
collected from use of the cane when outside the clinic can 
provide additional objective information regarding cane 
utilization and adherence to a prescribed walking program.  
     In recent years, there is a substantial amount of literature 
aimed at classifying human activity through the use of sensory 
information such as acceleration and angular velocity [8-15]. 
Some of the work focuses specifically on detecting fall events 
[16-18], and others investigated fall-detection using walking  
aids [19-21]. Kwapisz et al. [10] obtained high accuracy in 
classifying five different human activities²walking, jogging, 
stair-ascent and stair-descent, sitting and standing²based on 
the three-component acceleration of a cell phone within the 
VXEMHFW¶VSRFNHW3UHHFHHWDO>@ FRQGXFWHGDFRPSUHKHQVLYe 
survey of activity classification through accelerometer signal 
analysis and identified several strong features for training a 
classifier. Choi et al. [16] distinguished falls from non-falls 
using inertial data collected from a belt worn around the waists  
of subjects. Lan et al. [19] developed the SmartFall system for 
the SmartCane [22, 23] which is a modified standard cane with 
a wireless module adhered to the shaft that collects inertial 
measurement and force signals. They implemented a fall  
detection algorithm based on recognizing a fall pattern in three 
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stages: collapse, impact and inactivity. While this type of 
system demonstrates good performance in detecting falls once 
someone has fallen, it may not be strong enough to recognize 
more subtle kinds of activity like near-falls, stumbles or other 
problematic patterns. 
     Culmer et al. [24] developed the iWA (instrumented 
walking aid) for the purpose of objective, quantitative clinical 
evaluation. They designed a custom load cell for the base of 
the cane to precisely measure axial load applied by the user. 
They also used a wireless module fixed to the side of the cane 
to collect inertial information. The major focus of their work 
ZDVWRSUHFLVHO\WUDFNWKHFDQH¶VRULHQWDWLRQDQGORDGSDWWHUQV
This system demonstrated good orientation tracking and load 
monitoring, but force and orientation information alone may 
not have the capacity to detect gait patterns that can predict 
fall-likelihood or other anomalies associated with the gait.  
     In this paper, we present the development of an 
instrumented cane embedded system that can objectively 
monitor gait behavior with the goals of (1) reinforcing 
therapist clinical evaluations with objective information and 
(2) assessing timing and speed of cane placement, acceleration
and angular velocity of the cane, amounts of weight borne on
the cane, and the activity of the person using the cane. The rest
of the paper is organized as follows. Section 2 discusses the
electromechanical design of the device. Section 3 highlights
the firmware, software implementation, the type of raw data
collected, the features extracted, and discusses the validation
study. Section 4 presents the preliminary results and briefly
discusses their implication. Section 5 concludes the discussion
by drawing result oriented insights and future extensions while
highlighting the limitations of the current system.
II. SYSTEM DESIGN
The design and construction of the electromechanical 
system involved modifying the mechanical design of a regular 
cane and instrumenting it with various sensors and 
microcontroller boards both at the handle and the bottom of 
the cane.  The goal was to be able to modify an off-the-shelf 
cane such that it can house position, orientation and force 
sensors, and wireless microcontrollers to collect these data as 
a person walks without substantially increasing the weight of 
the cane. 
A. Mechanical Design
Two key considerations were taken into account for the 
design of the exterior of the walking aid. The first was to 
fabricate components to be as modular as possible. This 
modularity allowed commercially available components to be 
used in combination with fabricated parts. For example, a user 
may prefer a quad-base ferrule rather than a basic rubber stop. 
Another consideration was to make alterations that were as 
minimally invasive as possible to the appearance of a standard 
cane. This is due to the trend that individuals issued a walking 
aid by a healthcare professional will be less likely to use the 
aid if it is not aesthetically appealing or if it appears too bulky 
[2]. 
     The design for the handle of the cane replicated the 
ergonomic form of a typical derby handle used for straight 
shaft canes. This design conformed to the curve of the hand to 
provide stability and comfort to the user while still maintaining 
enough rigid structure to withstand typical loads. Internally, 
the handle housed the electronic components of the system 
which is described in Section B. Multiple handles were created 
to accommodate different types of batteries for supplying 
power to the electronics. Each handle was easily 
interchangeable in order to strengthen the modularity of the 
system. The housing allowed the internal components to be 
rigidly mounted which was necessary for reliable inertial 
measurement from the accelerometer and gyroscope. 
Additionally, an access port was created in the handle that 
would allow reprogramming the embedded microcontroller 
without dismantling the housing. 
     At the far end of the cane, a modular base connected to the 
shaft via a spring detent was used to measure axial force and 
additional inertial information. Because of its modularity, the 
fabricated base was compatible with several types of 
FRPPHUFLDOO\ DYDLODEOH ô´GLDPHWHU ZDONLQJ DLG IHUUXOHVWR
adjust to the preferences of the user. In order to reduce the cost 
and weight, instead of using a load cell a single FSR (force 
sensing resistor) was placed in line with the shaft in order to 
measure the reaction force exerted by the ground upwards on 
the cane, which is equal to the force exerted downwards on the 
cane by the user. This design isolates only the fully axial load 
while eliminating any torque or shear forces that may be 
simultaneously applied. 
B. Electronic Design
The electronics architecture of the instrumented cane is
described in Fig 1. This architecture consists of six primary  
modules [27]: a battery, a power management unit, a wireless 
microcontroller, two separate 9 DOF inertial measurement 
units (IMU) located in the cane handle and in the base, 
respectively, and an eight-channel analog to digital converter 
(ADC) to acquire force information from the FSRs. Our 
instrumentation design used two IMUs to detect linear 
acceleration at the two extreme endpoints of the cane. Two 
points were chosen because the pattern of acceleration is 
different at those positions depending on the current phase of 
walking. Seven FSRs were used on the handle because that 
amount provided adequate surface area coverage based on 
REVHUYDWLRQVRIVHYHUDOLQGLYLGXDOV¶KDQGOLQJRIWKHGHYLFH 
     With the exception of the FSRs and the IMU located in the 
base, all of the electronic modules were assembled into a 
plastic, semi-cylindrical shell fabricated by rapid prototyping 
(OBJET 30, Objet Geometries Ltd, USA). The shell was 
Figure 1. General system interconnect 
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sensory data and session information, as well as packet status 
information for continuous data monitoring.  
C. Raw and Derived Data
A total of 26 raw signals were streamed wirelessly to the 
dongle and logged by the data acquisition module at 
approximately 60 Hz²the fastest speed possible as of this 
writing. These signals were three principal axis components 
each from linear acceleration, angular rotation and magnetic 
field orientation. These 9 degrees of freedom (DOF) signals 
were collected from both IMUs (3 × 3 × 2 = 18). Moreover, 8 
force signals were collected from a set of 8 FSRs at the handle 
and at the bottom of the cane. The sensor data was 
preprocessed to obtain some derived data. This was applied to 
twenty of the raw signals (magnetometer data were not 
included). Techniques for computing the derived data included 
magnitude of the vectors  of acceleration and rotational 
velocity in all three components as well as components in the 
transverse plane (i.e., components  that are not primarily 
affected by gravity). The magnitude of a force vector, F = [f1, 
f2«f8], with each component representing a reading from a 
corresponding FSR, was also included among the derived 
signals. These derived signals were found to be quite useful in 
classifying the associated gait. Table I includes a full listing of 
both raw and derived signals.
D. Feature Extraction and Feature Selection
Various features were utilized in the literature both in time
and frequency domains for accelerometer based activity 
recognition and fall detection [10, 12, 13, 15]. DC mean and 
mean of the rectified signal, 25th and 75th percentile medians, 
standard deviation, and correlations between axes were used 
as time domain features [8, 13]. Among the frequency domain 
features investigated in the past included frequency band 
based Fourier coefficients that are computed using the fast 
Fourier transform (FFT) or the first K components of the 
spectral power spectrum, spectral energy, spectral entropy, 
and discrete cosine transform (DCT) coefficients [8, 12, 13]. 
The logged raw and derived signals were processed using a 
low pass filter with a cut-off frequency of 4 Hz and high pass 
frequency with 0.33 Hz to remove high frequency noise and 
DC baseline wander component, respectively. The filtered  
signals were then sampled using a sliding window of 240 
samples (approximately 4 seconds) with 50% overlap. This 
window size was selected in an attempt to maximize both the 
number of training examples and the length of the window.  
     We have computed both time and frequency domain 
features as the combination was reported in yielding superior 
classification accuracy [8, 13]. These features are listed 
categorically as shown in Table II.  
     A 256 sample FFT was computed from the 240-sample 
sliding window. A Hanning window was used for smooth 
spectra. The frequency spectra of several subjects were 
analyzed to determine a suitable range of frequencies to 
compute the spectral energy. Based on observation, most of 
the useful signal energy seemed to be contained within the 
range of 0.35 Hz to 1.75 Hz (Fig. 5, Table III). For instance, 
1.3 Hz ± 0.1 Hz appeared to be a fundamental frequency of 
the acceleration signal of the IMU at the handle. 
TABLE III. Twelve best features after feature selection. 
Domain Feature Raw/Derived Signal 
Frequency 
Spectral 
Energy 
a1z (1 Hz ± 0.1 Hz) 
a1z (1.3 Hz ± 0.1 Hz) 
a2y (1.15 Hz ± 0.1 Hz) 
g2x (7.75 Hz ± 0.75 Hz) ȁȁࡲȁȁ (0.8 Hz ± 0.1 Hz) 
Spectral 
Flux 
a1x 
g1x ȁȁࡲȁȁ 
||a2tran|| 
Time 
Mean ݂ ? 
Standard 
Deviation 
(||a1||+||a2||)2 
Quantization 
Bins ||g2|| 
     After the frequency ranges were determined, spectral 
energy within that range was computed and used as one of the 
frequency domain feature. The other frequency domain 
feature used in this study was spectral flux. Spectral flux is 
defined as a measure of change in magnitude in each 
frequency range of power spectra and is given by (1) [26]. We 
have modified the equation given in [26] by taking the L-2 
norm as well as dropping the half rectifier function and 
directly using the first difference. 
Overall the combination of features gave rise to feature 
vectors of 818 in length. This feature set is too high 
TABLE I. Set of raw and derived signals collected from the cane 
Raw 
a1x, a1y, a1z (handle) 
a2x, a2y, a2z (base) 
g1x, g1y, g1z (handle) 
g2x, g2y, g2z (base) ݂ ?, ݂  ?, . . . , ݂  ? (݂ ? located at the base) 
Derived 
ԡܽ ?ԡ, ԡܽ ?ԡ ԡ݃ ?ԡ, ԡ݃ ?ԡ ሺԡܽ ?ԡ൅ ԡܽ ?ԡሻଶ ሺԡ݃ ?ԡ൅ ԡ݃ ?ԡሻଶ ෍ ଼݂݅௜ୀଵ  ԡሾ݂ ?ǡ݂ ?ǡ ǥǡ ݂ ?ሿԡ ԡܽ ?ݐݎܽ ԡ݊, ԡܽ ?ݐݎܽ ԡ݊ ԡ݃ ?ݐݎܽ ԡ݊, ԡ݃ ?ݐݎܽ ԡ݊ ሺԡܽ ?ݐݎܽ ԡ݊ ൅ ԡܽ ?ݐݎܽ ԡ݊ሻଶ ሺԡ݃ ?ݐݎܽ ԡ݊൅ ԡ݃ ?ݐݎܽ ԡ݊ሻଶ 
TABLE II. Category of features extracted from 
raw/derived data. 
T ime 
Domain 
Mean 
Standard Deviation 
Skewness 
Kurtosis 
Quantization Bins (10 bins) [25] 
Correlation Coefficient 
Mean Crossing Rate 
Frequency 
Domain 
Spectral energy 
Spectral flux 
4
dimensional to learn the pattern in a meaningful way. We, 
therefore, performed a feature selection procedure to remove 
unnecessary features.  
     First, features that did not change in 99 percentile rank 
were removed as non-informative features. Then, a forward 
greedy hill-climbing search which favors features that are 
highly correlated with class labels and less correlated with 
each other was applied and that resulted in only 12 best 
features based on the evaluation criteria. These final set of 
features (Table III) were used for the actual gait recognition. 
E. Methods and Procedure
A system validation study was conducted to collect data 
for training a gait recognition model as well as to evaluate the 
overall system functionality. Seven adult volunteers including 
4 females (age, M 27 y, SD 3.9 y) and 3 males (age, M 27.3 y, 
SD 4.5 y) performed a range of tasks using the cane for this 
study. Three different types of tasks were performed to collect 
useful data from the system. The first task was to walk along a 
VWUDLJKW¶ path with the cane. This was done three times for 
each person and was completed by all 7 participants . The 
second task was to complete all eight items of the DGI 
evaluation as well as 1 item from the FGA. Four participants 
completed this evaluation which consisted of the following 
activities: (1) gait on a level surface, (2) change in gait speed, 
(3) gait with horizontal head turns, (4) gait with vertical head
turns, (5) gait and pivot turn, (6) step over obstacles, (7) step
around obstacles, (8) stairs, and (9) gait with eyes closed. The 
third task involved simply standing in place while holding the 
cane at the individual's side and this was done by a single 
participant for several minutes. While fall and near-fall
detection is a major concern of this research, we did not
simulate falls for data collection in this presented work.
Participants were instructed on proper cane usage by a 
physical therapist and were free to hold the cane in their
preferred hand. Data for each of the 3 types of tasks were
recorded with information indicating the XVHU¶Vactivity. This
information was used to label the data based on the type of 
activity that it represented (e.g., walking, standing, etc.). 
IV. RESULTS 
We trained four different classifiers on our data set using 
WEKA (www.cs.waikato.ac nz/ml/weka/). These classifiers 
were C4.5 decision tree, Artificial Neural Network (ANN) 
with 1 hidden layer (9 nodes), 1 output layer (7 nodes), and an 
input layer of 12 feature nodes, Support Vector Machine 
(SVM) with a radial basis function kernel and Naïve Bayes. 
Table IV shows a comparison of the prediction accuracies of 
the four classifiers on each class of the training set as well as 
the weighted averages. Each classifier was evaluated using a 
10-fold cross validation method on the data set obtained from 
the validation study. C4.5 had the highest performance by far 
with an overall prediction accuracy of over 95%. ANN had the 
next best performance with average accuracy of 84%. 
Although Naïve Bayes and Support Vector Machine (SVM) 
performed poorly overall, they were each fairly accurate in 
distinguishing standing and unperturbed walking. 
     These preliminary results indicate that our system may be 
able to distinguish many different kinds of walking-related  
activities based on patterns analyzed using signals from 
sensors embedded within the device. Ravi et al. [9] achieved 
strong accuracy (>90%) in classifying eight different activities 
for all but one setting with a single accelerometer attached to 
a participant¶s hip. Bao et al. [8] pointed out that models 
trained on data collected from a laboratory setting often does 
not translate well to a naturalistic setting: they were able to 
achieve 84% accuracy on classifying activities  collected from 
5 sensors on participants¶ bodies. In light of this, future work 
will warrant model training on a more diverse data set. 
V. CONCLUSION
We engineered a walking cane embedded system that is 
physically indistinguishable from a standard straight cane 
using rapid prototyped parts for the handle and base. This 
device demonstrates modularity that allows various base 
ferrule alternatives as well as disconnection of the base 
module without disturbing the rest of the system. A custom, 
low power, highly modular microelectronics system was 
developed and embedded within the manufactured housings 
to wirelessly stream data to a PC application for data logging 
and analysis. This system was shown to reliably predict a 
XVHU¶V DFWLYLW\ XVLQJ LQIRUPDWLRQ IURP IRUFH DQG LQHUWLDO
LQIRUPDWLRQ FROOHFWHGIURP WKHGHYLFH¶VVHQVRUV7KLVGHYLFH
Figure 5. Sample frequency spectra of a component of acceleration. 
TABLE IV. Performance accuracies of four classifiers on training data.  
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also has the capacity to be used outside the clinical setting in 
RUGHU WR REWDLQORQJ WHUP DQDO\VLVRI D SHUVRQ¶Vuse of the 
cane. Our system responds to the need from therapists for 
TXDQWLWDWLYHREMHFWLYHPHDVXUHPHQWRIDQLQGLYLGXDO¶Vcontrol 
and usage of a cane and paves the way for further 
development and validation of such a system.  
There were a few key limitations of our work. First, our 
study sample was small and thus there was a correspondingly 
small set of examples on which to train prediction models. 
Moreover, the only category of gait in which all participants 
contributed data was normal walking. A second issue is that 
there was generally low variability in the performed tasks. 
Participants were specifically instructed by a physical 
therapist on how to hold the cane as well as on how to walk 
with the device during gait tasks. Finally, this sample is 
obviously not representative of the population that would 
ideally use our system and future work will therefore require 
evaluation of the system within the target demographic. 
Future work with this system will include correlation of the 
WKHUDSLVW¶VREVHUYDWLRQ-based functional balance assessment 
scoring and the data collected from the device. Successful 
demonstration of this correlation will support the validity of 
this system as an assessment tool and perhaps as a diagnostic 
one as well. Finally, we plan to explore use of this system to 
recognize falls and near-falls using the same techniques that 
allow the current system to distinguish use of the cane during 
walking from use in stair-climbing. Falls prevention, 
especially in older adults, is and will continue to be a great 
societal concern.  
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